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ESRC Walk through Check-Off List for PHENIX at the 8 o’clock IR in RHIC.  

PRIVATE 
Checklist Item #
Initial
Title *
Description Of Check-Off List Item


Priority

CK-PHENIX-04-01

ESRC
All relevant ESRC action items closed.
Pre start 

CK-PHENIX-04-02

EC
DAQ room: Reposition the UPS equipment that is blocking access to the electric disconnect panel.
Pre start

CK-PHENIX-04-03

EC
DAQ room: Remove the cable reel.
Pre Start

CK-PHENIX-04-04

EC
DAQ room: In PRR 1.5 cover the exposed 24-volt current terminals.
Pre start

CK-PHENIX-04-05

EC
IR: In rack ECS 13 replace the back cover on the low voltage power supply.
Pre start

CK-PHENIX-04-06

EC
IR: Label or remove the excess low voltage wires on the MUTR S magnet.
Pre start

CK-PHENIX-04-07

EC
IR: Extend the flooring on the second tier of the East Carriage.
Pre start

CK-PHENIX-04-08

EC/LE
Gas Pad: General clean up
Post start

CK-PHENIX-04-09

EC
GMH: Label the xenon supply lines
Pre Start

CK-PHENIX-04-10

EC
GMH: Install the side covers on the TEC gas rack
Pre start

CK-PHENIX-04-11

MCR

GL
Check off list is complete
Pre start

*ESRC – Experiment Safety Review Committee, Yousef Makdisi
 EC – Experiment Coordinator, Ed O’Brien

 LE – Liaison Engineer, Charlie Pearson

 LP – Liaison Physicist, Yousef Makdisi

 MCRGL- Main Control Room Group Leader, Peter Ingrassia

















