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subject:
Minutes of ORR and Walk Through of the PHENIX DC alcohol bubbler installation.  

Present:
A. Etkin, J. Levesque, Y. Makdisi, J. Scott



C. Biggs, T. Frawley, W. Lenz, T. Hemmick, M. Sivertz 

A. Etkin and Y. Makdisi previewed the bubbler installtion on August 23, 2001. Documentation and a filling procedure was presented for review by an ESRC subcommittee on August 24, 2001 which was followed by this walk through. 

The following action items were identified:

· A containment vessel that can accommodate 30% of the total volume should be employed. Joel Scott will inspect the installed unit. (pre start)

· Joel Scott will convey the operating alcohol volume to R. Lee.

· Relief valves set to 5 psi will be installed on the system. (pre start)

· The bubblers will be tested to 125% of the relief valve pressure. (pre start)

· The alcohol refill will be done through a manual pump scheme. The filling procedure will be changed accordingly. (pre start)

· An updated drawing of the DC gas system will be provided to reflect the introduction of the bubbler system. (post start) 

Upon closure of the action items, Makdisi will secure approval to operate from D. Lowenstein.
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