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Date:

October 22, 1998

To:

S. Ozaki

From:

Y. Makdisi (On behalf of the RHIC Experiment Safety Committee)

Subject:
Recommendation for approval to install the PHENIX RICH counter on the detector carriage in 1008.

The procedure to rig and install the PHENIX RICH detector on the carriages was submitted, reviewed, and signed by S. Kane from the RHIC project on October 14, 1998. Leak test results carried with Argon gas in building 832 were also submitted to RHIC and reviewed by the Experiment Safety Subcommittee on October 22, 1998. The subcommittee recommended that a rigging foreman be present during installation. The committee thus recommends approval for installation of the RICH detector in building 1008. 

All relevant documentation is in the RHIC Experiment Safety Committee files in the RHIC Project office.
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